Safe removal of long-term cuffed Hickman-type catheters.
The use of long-term venous access devices is increasing. Most devices are anchored by a cuff, usually made of Dacron. The disadvantage of such cuffs is that a cut-down procedure is required for their removal. This article presents a simple technique for removal of Hickman-type catheters, emphasizing avoidance of complications.